Primary piggyback implantation of 3 intraocular lenses in nanophthalmos.
We present a patient with bilateral nanophthalmos who had uneventful cataract extraction in the right eye with primary implantation of 3 intraocular lenses (IOLs) of 2 different materials: a 30 diopter (D) acrylic IOL and a 9 D silicone IOL in the capsular bag and a 30 D silicone IOL in the ciliary sulcus. Subsequently, cataract extraction was done in the left eye with bag-sulcus implantation of two 30 D silicone IOLs. The use of 3 IOLs in 1 eye was necessary because the highest available power of acrylic and silicone IOLs at our institution was 30 D. The only short-term complications were temporary corneal edema and partial displacement of the sulcus IOL anterior to the iris in the right eye and bilateral posterior capsule opacification. The late complication of interlenticular opacification was not present 1 year after piggyback IOL implantation.